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Purpose: Indications:

To transmit 4- lead and 12-lead electrocardiograms

Any patient who requires cardiac monitoring

Advantages:

Disadvantages:

Complications: | Contraindications:

Transmits ECG to medical control and enables
faxing 12-lead ECG to receiving hospital

None

None None

Connect monitor to
Rosetta

'

Connect Rosetta to
UHF radio

'

Request channel for
transmission

'

Adjust UHF radio to
assigned frequency

Transmitting
a 12-lead?

Yes

!

No

!

‘ Acquire 12-lead ‘

I

Press “start” on Rosetta

toturniton

Press “start” on Rosetta

'

to turn it
o fton Press start again to transmit 20
i second burst of 4-lead ECG
Press “transmit” on monitor to
send ECG to Rosetta

!

Wait until Rosetta green light is
solid indicating ECG was
transmitted to the Rosetta

!

Press “Start” to transmit 12-lead
to EMS Comm via UHF radio

NOTES:

e The 12-lead will remain in the Rosetta storage as long as the Rosetta device is powered on or for 20
minutes after the device turns itself off
e Paramedics can move the Rosetta and UHF radio to transmit from an area with better reception after
disconnecting the Rosetta from the Zoll
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